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MCE Air Filters
Airborne Fibers by Phase Contrast Microscopy (PCM)
NIOSH Method 7400, Fourth Edition, (dated 8/15/94)
9/26/2002
02-A-4652
02-27883through 02-27888
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The samples indicated on the following data sheet(s) were analyzed in accordance with the NIOSH Method 7400

outlined in the NIOSH Manual of Analytical Methods (NMAM), Fourth Edition, dated 8/15/94. This method requires

that samples have a minimum volume of 400 Liters on a single sample or on consecutive samples and that 2 field

blanks (or 10% of the total samples, whichever is greater) be submitted with each set. The results reported are not field

blank corrected. Blanks receive a 100-field count, and data are reported as Fibers/Field for use in background
correction.

Results are tabulated on the following page(s). Results are reported in Fibers/nun2, Fibers per Filter and
Fibers/mL (Fibers/cc). Concentrations in Fibers/mL are based on sample volumes or flow rates and tiaus provided by
the client. Results for all samples are based on the use of a 0.8-µm pore size, 25-millimeter diameter filter having an
effective collection area of 385 mmz. Report applies only to portion(s) of sample(s) analyzed. Samples will be
disposed of after 60 days unless otherwise instructed.

The limit of detection (LOD) for this method has been determined to be 7 Fibers/Tmn2 for a sample volume of
approximately 1200 Liters.

DataChem Laboratories adheres to the QA/QC guidelines set forth in this method that calls for 10% blind
replicate analysis. The QA/QC officer maintains all QA/QC data at our laboratory.

DataChem Laboratories is American Industrial Hygiene Association (AIHA) accredited. Laboratory
accreditation does not in any way constitute approval or endorsement by A1HA_

Alex Bell
Analyst
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DataChem Laboratories Phase Contrast Microscopy Test Report
Client: Bechtel Hanford

Sample Location: Not Available P.O. No.: Not Available
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Client Sample Not DCL Not Vol. Fib/Field Fib/mm F(b/PYlter Fib/mL (Fib/rnm 2 ibhnL
B120W3 02-27883 370.00 0.025 cLOD Q.OD <LOD 7 0.007
B120W4 02-27884 375.00 0.135 17 6,362 0.017 7 0.007
B120C5 02-27885 NA 0.000 ^ Q,OD NA 7 NA
8120C8 02-27886 NA 0.000 dAD Q,OD NA 7 NA
8120W7 02-27887 74.00 0.030 Q,OD QAD cIAD 7 0.036
B12089 02-27888 75.00 0.020 <LOD <LOD c1AD 7 0.036

**Comments: none.

Alex Bell
Analyst

This report

*NOTES: "NA" indicates no volume was given or the sample is a blank.
All samples counted using the "A" rules.
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